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Manufacturer's Information
Test No. 15-565: Blood Alcohol

Each sample set consisted of four vials of blood, each with a different blood alcohol concentration (BAC). Participants 
were requested to analyze each vial and report the blood alcohol concentration.

SAMPLE PREPARATION-
A stock solution of ethanol in water was used to spike Items 2, 3, and 4. The stock solution of 10% was prepared by 
combining absolute ethanol with distilled water. The stock solution was stored in a covered beaker, which was opened 
only when a volume of the solution was needed for production.

ITEM 1 (PREPARATION): The equivalent of 1% w/v sodium fluoride was added to a beaker containing pooled human
whole blood and then stirred with a magnetic stirrer for 10 minutes. A volume of 5mL of the mixture was pipetted into 
each of the pre-labeled vials, which contained 12mg potassium oxalate and 15mg sodium fluoride (this NaF was 
included in the 1% w/v NaF calculation). The vials were sealed and inverted 8-10 times to mix the chemicals in the 
vials with the blood solution. All vials were placed in a refrigerator immediately after production until the sample sets
were prepared.

ITEMS 2, 3 and 4 (PREPARATION): Sample preparation consisted of adding a predetermined amount of ethanol stock 
solution to a 500mL graduated cylinder containing pooled human whole blood. This was transferred to a beaker and 
additional blood was then added until the desired volume was reached. The equivalent of 1% w/v sodium fluoride was 
added and then stirred with a magnetic stirrer for 10 minutes. A volume of 5mL of the mixture was pipetted into each of 
the pre-labeled vials, which contained 12mg potassium oxalate and 15mg sodium fluoride (this NaF was included in 
the 1% w/v NaF calculation). The vials were sealed and inverted 8-10 times to mix the chemicals in the vials with the 
blood solution. All vials were placed in a refrigerator immediately after production until the sample sets were prepared.

SAMPLE SET ASSEMBLY: Once verification was completed, each sample set was assembled with an Item 1, 2, 3 and 4
and placed into a Department of Transportation regulated shipping container. Each sample pack was returned to the 
refrigerator until shipment.   

VERIFICATION: Laboratories that conducted predistribution analysis of the samples reported consistent results that were
comparable to the preparation BAC.

Item  Preparation BAC  ( g / 100 mL )

0.001

0.092

0.273

0.044

Please note that the Preparation BAC is the value used for calculations during the test preparation phase 
and may not necessarily represent the final concentration of the samples. It is advised to wait for the 
Grand Mean statistics available in the Summary and Individual Reports before evaluating performance.

The information presented here details how test samples were prepared as well as any design specifications. This information does not necessarily
represent the answers that should or could be obtained from an examination of the sample(s). Final interpretation of the results should be deferred until 
the summary report is available.


